Established laser-based ionization experiments require the surface of a sample to be as flat as possible to guarantee optimal laser focus. A laser ablation electrospray ionization (LAESI) source was custom-built to accommodate the topography of non-flat sample surfaces. Employing a confocal distance sensor, a height profile of the surface in question was recorded prior to the actual ionization experiment. The robustness of the system was evaluated by the metabolic profiling of radish (Raphanus sativus) leaves, chosen due to their pronounced surface features and known content of specialized metabolites. After the ionization experiments, light microscopy imaging was performed to evaluate ablation crater size and position. Reproducible ablation mark diameters of 69 AE 7 mm in average have been achieved. Mass spectrometric imaging capability has been proven on R. sativus leaf samples as well.
Introduction
Laser ablation electrospray ionization (LAESI), developed by Nemes and Vertes, 1 is a secondary ionization technique that ablates molecules from water-rich substrates with an infrared laser and ionizes the formed plume in an electrospray cloud (ESI). The ESI-like mechanism allows both small metabolites and peptides/proteins to be detected quantitatively, 1 and the infrared laser provides desorption capabilities that do not depend on an externally applied matrix. Instead, the indigenous water of the sample is used as a makeshi matrix by exploiting the absorption maximum of water at 2940 nm wavelength. 2 The versatility of LAESI has been proven on microbial, 3 plant, 1,4 and animal 5, 6 samples over the last decade. Because LAESI, in principle, allows spatially-resolved acquisition of mass spectra, it can be applied in mass spectrometry imaging (MSI) of biological samples. In these types of experiments, 7 the acquired mass spectra can be linked to their position of origin within the imaged sample. With this spatial context, two-dimensional (2-D) ion intensity maps can be generated that provide additional information about the distribution and localization of chemical moieties within the sample. MSI is a busy eld in both clinical research 8, 9 as well as other elds such as plant biology.
10
Apart from experiments on thin tissue sections, MSI faces the challenge that the surface of the sample imaged has topography. While tissue sections cut by a microtome are at, with almost no topography to speak of, other kinds of samples, e.g. whole leaves or microbial communities, usually feature uneven surfaces with a distinct height prole. Laser-based ionization techniques applied in MSI experiments are inuenced by such a height prole, because the beam divergence needed to focus a laser beam makes the area of sample irradiated by the incident laser beam a function of the distance between sample surface and focusing lens. By choosing a focusing lens with a sufficiently long focal length, this effect may be reduced. However, a lens with longer focal length and equal diameter has a lower numerical aperture and thus focusses an incident laser beam less tightly than a lens with shorter focal length of otherwise comparable nature. For highly resolved MSI experiments, a tightly focused laser beam is mandatory as lateral resolution is determined by the laser spot size.
On the scale relevant for MSI experiments (mm), the surface relief can be measured with a confocal distance sensor (CDS). These sensors have been employed in the prolometry of semiconductors for over a decade.
11 Commercially available chromatic CDSs separate white light into its component wavelengths by controlled chromatic aberration and subsequently analyze the reected light through confocal optics to measure the distance to the reective surface.
12 By scanning the target surface prior to the laser ablation step, a height prole can be recorded to guide the sample surface on a sample stage in three dimensions to optimal laser focus.
In this work we demonstrate the feasibility of adapting the laser ablation step in LAESI experiments to non-at surfaces of samples such as leaves by means of prolometry. In the future, by relying on the matrix-free nature of LAESI, we hope to conduct MSI experiments directly at ambient conditions without having to take extensive sample preparation steps; such steps might inuence the chemical constitution of the sample.
Experimental
A custom-build LAESI source
The LAESI source was custom-built from commercially available optical elements (Thorlabs, Newton, NJ, USA and Layertec, Mellingen, Germany), motorized translation stages (Thorlabs), an OPO-pumped, infrared pulse laser operating at 2940 nm wavelength (Opotek, Carlsbad CA, USA), a syringe pump (Chemyx, Stafford, TX, USA) and electrospray emitter tips (New Objective, Woburn, MA, USA). The source was positioned in front of a LTQ Orbitrap XL mass spectrometer (ThermoScientic, La Jolla, CA, USA).
Basic operating principle and beam path of the optical setup are shown in Fig. 1A and B, respectively. Please see the ESI † for a detailed description of assembly and used components.
Acquisition of height proles
A confocal distance sensor (CDS) (m-Epsilon, Ortenburg, Germany) was mounted in line with the optical axis of the focussing lens along the B-axis, offset by 108 mm. This way, the X, Y and Zaxes of the sample manipulation system were shared by the LAESI-source and the CDS. Alignment of the CDS 0 measuring spot to the site of laser ablation was conducted by comparing the actual positions of ablation marks in white correction uid (Stanger, Schwöllbogen, Germany) to the expected positions within the relative coordinate system of the CDS. Height proles of sample surfaces were recorded by moving the sample below the CDS with the raster to be applied in the ablation experiment in the LAESI source. At every step, a Z-value was recorded and saved for the corresponding XY coordinates. For the purpose of visualization, false color representations of the recorded height proles were generated by an in-house script written in R (version 3.2.3, 2015-12-10, R Foundation for Statistical Computing, http://www.r-project.org) and will here be henceforth referred to as topographic maps. These maps are represented using a standard 'viridis' color gradient scale 13 where navy blue represents low intensity and the movement from green to yellow represents an increase in intensity for individual pixels on the imaged sample.
Missing values encountered while recording the height proles of very rough sample surfaces were corrected using an in-house script written in R. The script performed missing value imputation using iterative mean substitution based on height proles of the neighbouring pixels.
Metabolic proling experiments
Young leaves from Raphanus sativus (radish, piccolo cultivar) bought at the local grocery store (REWE, Germany) were put on microscopy slides without further preparation and without the use of adhesives. An area of 0.3 Â 3.1 mm 2 was analyzed with a lateral resolution of 100 mm. The LAESI experiments were conducted with an average laser power 550 AE 33 mW at 10 pulses and 20 Hz repetition rate. This corresponds roughly to a laser energy of 27 mJ per pulse, taking a pulse width of 7 ns into account. Power measurements were conducted aer the laser light passed through all optical elements. Per-pulse energy stability was not assessable with the available equipment. A PicoTip emitter (New Objective) facilitated the electrospray with 33.3% propan-2-ol in deionized water with 0.4% ammonium acetate at 0.4 ml min À1 ow rate and a voltage of À2.1 kV. Mass spectra were continuously acquired in negative ion mode with a LTQ Orbitrap XL mass spectrometer (ThermoScientic). Optical images were captured aer the experiments with an AxioZoom macro-stereoscope (Zeiss, Jena, Germany).
Mass spectrometry imaging
The acquired mass spectra from the LAESI experiment were assembled in the form of a data cube and exported as a matrix to a *.csv le. For visualization, 2-D ion intensity maps for ions of interest were generated by an in-house script written in R using the Cardinal package.
14 These 2-D ion intensity maps are represented using a standard gray-scale gradient where dark shades represent low intensities and lighter shades represent an increase in intensity for individual pixels on the imaged sample.
Results

Confocal distance sensors and colored samples
Optimizing the operational parameters of the CDS was crucial for consistent recording of height proles on varying surface structures and colors. The sensor was operated at a dual acquisition mode with a primary exposure value of 100 ms for regular distance measurements and a secondary exposure value of 1000 ms as a fall-back option when the surface of the sample absorbed too much light and the intensity was too low for evaluation. For every measurement cycle, the median of 9 measured values was taken as height value. The observable measurement speed was thus 1.1 kHz on most surfaces. Height prole recording was articially slowed down to evaluate the performance such as sample stage movement and possible inuences from movement-induced vibrations.
The inuence of surface color on the distance measurement in the used CDS was evaluated by recording the height prole of a color graph printed on paper ( Fig. 2A and B) . A section of a bar chart featuring blue, red, black and white colors was proled aer burning a hole of 120 mm diameter into the paper. The hole was burned by IR-laser as a reference for both the optical image and the topographic map. The pattern printed by the color pigments on the piece measured was not discernible when the topographic map was viewed (Fig. 2B ). On average, the height difference measured between the bottom of the hole and its surroundings was 113 mm as the stage is tilted. A USB storage device with colored markings was additionally proled (Fig. 2C and D) . In this case, the markings colored red and blue were discernible in the topographic map. Stereo-macroscopic imaging revealed the markings, which were elevated from the metal surface, formed surface features. In regions where the red and the blue markings crossed, elevation was found to be higher than in regions with only one colored marker (Fig. 2E ).
Laser ablation step on at samples
White correction liquid (Stanger) painted on microscopic slides was the rst target for evaluating laser ablation performance on a reasonably at surface. The paint formed a permanent uniform layer that could be ablated by IR laser, allowing height proling for extended periods of time. The reproducibility of the height proling was assessed by measuring the same ablation marks multiple times and by comparing them to stereo-macroscopic images. Laser energy, repetition rate and focus were not chosen with any particular rationale in mind apart from their ability to produce an ablation mark. The biggest contributor to uncertainty in the recording of height proles was found to be the lead-screw backlash of the stage. The backlash distance is advertised by the manufacturer (Thorlabs) to be smaller than 6 mm. Positioning errors as well as uncertainties in the measurement of height proles of ca. 5 mm were observed when repeatedly recording and measuring the height prole of the same area. By adopting a line-by-line scanning raster and thus approaching the region of interest (ROI) always from the same side, the positioning errors within the XY-axes were reduced so as to be unobservable by means of prolometry with our system. The uncertainty in the recorded height proles depended on both the positioning of the sample with the Z-axis and the uncertainty of the chromatic confocal measurement principle itself. The former was of the same magnitude as the X-and Y-axes, and the latter was found to be in the range of a micrometer. Positional errors in the Z-axis during height prole recording were mostly negligible because displacement along the Z-axis was only needed when the target surface le the working distance of the CDS. Positional errors of roughly 5 mm that have to be assumed when the Z-axis displaces the sample up and Fig. 2 Optical image (A) and topographic map (B) of 1 Â 1 mm 2 area of offset printed paper measured by confocal sensor. The dark reference ablation mark in the image center was burned into the paper using the infrared laser of the LAESI source. Panels (C) and (D) show the colored markings of a USB storage device as optical image (C) and topographic map (D), respectively. In panel (E) the three-dimensional nature of these markings is noticeable. 
With the height proling thus made reasonably reliable, the measurement spot of the CDS was aligned with the focal point of the laser beam by recording the height prole of ablation marks where the distance between paint surface and laser focusing lens was increased by a 50 mm increment between two subsequent ablation marks at a laser energy of 93 mJ per pulse (Fig. 3A) using 10 pulses at 20 Hz repetition rate. In the used correction uid these laser settings resulted in well-dened ablation marks. To more precisely determine focal point position relative to the CDS, the experiment was repeated with 10 mm increments between subsequent ablation marks. In a second experiment, the height prole of an ablation mark array was measured at optimal laser focus with laser energy of 93 mJ per pulse with 10 pulses at 20 Hz repetition rate (Fig. 3C) . The average ablation mark was found to be elliptical in shape with a major axis of 85 AE 5 mm and a minor axis of 40 AE 5 mm. Both experiments were later repeated at a lower energy of 27 mJ per pulse (Fig. 3B and D) that turned out to be more relevant for the laser ablation of biological samples (data not shown).
LAESI(-MSI) on non-at surfaces of radish leaves
Young radish (R. sativus) leaves were subjected to LAESI experiments to test the height-prole-guided sample positioning on a biological sample with demanding surface topography and previously characterized specialized metabolites for validation.
Mass spectra acquired in negative ion mode featured several m/z values corresponding well with sum formulas of glucosinolates typically found in radish. 15 The sum formulas were putatively assigned by accurate mass and isotope patterns and are shown in Table 1 . The mass features m/z 418.051, 434.024, and 447.054, corresponding well to sum formulas of glucoraphanin, glucoraphenin and glucobrassicin, respectively, are of biological interest. These glucosinolates are typically found in R. sativus cultivars 15 and thought to play a role in herbivore deterrence. 16 In a ROI of a representative sample ( Fig. 4A and B) average-sized diameters of ablation marks were 69 AE 7 mm on top of a ledge and 69 AE 6 mm below the feature. Fig. 4B displays both a topographic map of the ROI and the height prole of the rst row prior to the LAESI experiment. The ROI was deliberately chosen around a ledge-like surface feature, to include at surfaces and sharp features to demonstrate the system's ability to adapt automatically to both situations. The maximum Zdistance between two particular ablation marks was 1.43 mm. Based on the results shown in Fig. 3B , this distance represents a height difference that would increase the diameter of the ablation mark roughly seven times, if the sample position were not to be adapted along the Z-axis.
As surface sampling happened in discrete steps, the experimental setup offered the possibility to conduct MSI experiments. Basic proling of the sample and conducting a MSI experiment differed only in processing of the data aer acquisition. In Fig. 4C , ion intensity maps generated from the data of the previously mentioned ROI are shown for previously mentioned mass features m/z 418.051, 434.024, and 447.054, namely glucoraphanin, glucoraphenin and glucobrassicin, respectively. A discrepancy can be spotted when comparing the optical image and the topographic map in Fig. 4A and B. Investigating other replicates of the same experiment conrmed the sample positioning was working correctly (Fig. 4D) , even when sharp edges were involved.
Discussion
MSI on biological samples is usually connected to a distinct surface topography that hampers analysis with laser-based ionization methods. The typical approach is to section the sample into pieces that are then subjected more easily to laser ablation. This approach becomes increasingly complicated when the aim of analysis is the study of molecular interactions rather than the distribution of one specic compound of interest, especially if the interaction takes place between two different organisms. Even on relatively uniform surfaces, the correct focussing of the laser within ca. 100 mm range is critical to get a quantitative picture when studying single cells, as a high numerical aperture lens is critical in proper focussing.
In this study, sample preparation was deliberately kept to a minimum, as this is the way to minimize interference prior to analysis. The only preparation step was cutting pieces from the sample that t into the ion source. Although inconsistencies in the data were proven to originate from sample displacement while being removed from the LAESI source for optical inspection, a case can be made for sample xation. Finding adhesives that do not create profound background signals in an ESI source and that comply with the no-chemical interference policy the source is developed under, is challenging. A possible solution may be the use of carbon based adhesives that are applied in electron microscopy, for example. Another possibility may be including instrumentation for optical observation into the experimental setup itself, removing the need to move the sample at all once it has been put into the source.
While testing the described experimental setup directly on a real world sample might seem hasty at rst, it has to be considered that the basic mechanisms of LAESI have already been explored and published in greater detail. 1, 2, [17] [18] [19] The methodology to be validated was in fact not the LAESI concept but focusing a laser onto an undisturbed surface of a biological sample. By demonstrating consistent laser focus on a real world sample while detecting the mass features expected to be found in said sample validated the feasibility of the experimental setup.
With our work, the feasibility of implementing prolometry in MS experiments to overcome the hurdle of a pronounced surface topography in laser-based ionization techniques is demonstrated, using LAESI imaging as an example. Although experimental details might differ in the other ionization techniques, such as uniform matrix deposition for AP-MALDI, the basic principle remains the same. Adapting a sample position based on a previously measured height prole not only helps in maintaining a consistent ablation mark diameter but also keeps the travel distance of created ions between sample surface and mass spectrometer inlet constant, as the mass spectrometer inlet is usually in a xed position relative to the focusing lens. As the ablated material travels against gravity and is slowed down by ambient air, the ablated material is separated according to shape and mass. Again, keeping the travelling distance constant for all ablated spots is benecial to data quality. In MALDI-based MSI of 3D samples on axial ion acceleration instruments, dramatic blue and red mass shis occur and the obtained data must be corrected by soware.
20 Deviation in the travel distance of ions from different sample heights results in reduced mass accuracy that can be eliminated when the Z-axis compensates for surface topography.
The outlined experimental setup takes a two-step approach to performing prolometry and the corresponding LAESI experiment. Although conducting both steps in a single location might appear to be the more efficient and elegant solution, and also a way to keep down the physical dimensions of the ion source, we consider the two-step approach in physically separated locations to be more advantageous. There is no reduction in time needed to conduct the whole experiment, because in both cases a height value needs to be measured prior to the ionization for every coordinate position on the sample to be imaged. The time needed to move the XYZ-axes to the LAESI setup aer prolometry of the ROI is negligible in relation to the overall duration of the whole experiment. By offsetting the prolometry instrumentation exactly one pixel ahead of the ionization experiment, the experimental time could be reduced considerably. Within individual rows of pixels, prolometry and ionization experiments could be conducted in parallel. Only at the beginning and the end of each row of pixels would the experimental procedure need to revert back to sequential one. The cost, however, would most likely be a reduced dynamic range for height value measurements along the Z-axis, as sample positioning along the Z-axis would be xed to the ionization experiment to guarantee optimal laser focus and could not be used to expand the innate measuring range to which every kind of distance sensor is limited. The more accurate such a distance sensor, the smaller the measuring range tends to be. The instrumental realization of the distance sensor used is also a factor that needs to be considered. In a one-step setup, either the distance sensor or the focussing lens of the laser optics would need to sit at an angle smaller than 90 to the surface.
Although not impossible from a technical point of view, such a setup is more susceptible to surface features either blocking the line of sight of the distance sensor 21 -in this case, most likely a triangulation device -or blocking the beam path of the laser, further decreasing the dynamic range of height differences that are accessible with the setup. By decoupling the prolometry step from the ionization experiment, height differences larger than the measuring range of the used distance sensor can be measured; the Z-axis is used to put the sample surface imaged back into the measuring range of the CDS. Positioning the CDS orthogonally to the surface also makes the setup less prone to artefacts caused by sharp surface features blocking the line of sight of the CDS. Free space along the axis used for moving the sample from the initial experimental step to the next could also be used for additional instrumentation for multi-modal imaging experiments. By using the same XYZ-manipulators and thus the same coordinate system in every experimental step along such an "assembly line", the co-registration of the individual data sets would be greatly improved. The simplest addition would be an optical microscope or macro-stereoscope for capturing optical images prior to and aer an MSI experiment.
The optical system here described will need some additional modication to get close to the target of a lateral resolution of 20 mm, but current results suggest this will soon be reachable. However, with a tighter focus, less material will be ablated and sensitivity will become a critical point in our experiments. Improving ion yield during ionization will require reducing the number of debris and metabolite clusters that are lost for ESIassisted re-ionization. Heating the transfer capillary interface or adding ion funnels should improve ion transmission.
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Conclusions
We have successfully implemented prolometry in the LAESI setup, enabling accurate laser focusing during the proling/ imaging of metabolites from rough samples such as radish leaves. Under the current system conguration, well-dened spots are ablated close in size to plant cell diameter (69 AE 7 mm) with further room to improve. The experiments are performed in automatic regime under LabView control. We have developed a script for prolometry data rectication and for creating MSI images. This approach could be easily adapted to other desorption/ionization methods.
